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QUICK GUIDE:
how to turn on your Sterilization Box

PLAZADENTE



1.Before turning on the equipment, make sure it is placed on a
flat and stable surface.

2. This model is compatible with 110V voltage.

⚠️  Attention: Be careful with the black latch when closing the
lid!

If you open and close the equipment for testing, inspection, or
use, make sure to lift the black latch before closing the lid.

This ensures proper and secure closing, preventing
malfunctions in the operation of the device.

USER MANUAL

Now that all the initial checks have been completed, we can begin
the process. The first step is to update the date and time in the app.
Follow the instructions below:
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 3. Update Date and Time in the App

To begin the procedure, you must update the sterilizer’s date
and time. Follow the steps below to do this:

Via Wi-Fi:
Go to your phone’s Wi-Fi settings.
Find the Sterilizer's Wi-Fi network and connect to it.

⚠️  The password will consist of the
final letters of the Wi-Fi network
name.

BDM1S01512
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Once connected, a page will automatically open in your
phone’s browser.

On this page, click on the option “User”.

You will be taken to another screen where you can update
the date and time.
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 4. Turn on the Sterilizing Box

After updating the date and time, you can start using your
device! Make sure to place your clinical-surgical instruments
inside the Sterilization Box, keeping a distance of 1 cm between
them.

Next, turn on the device using one of the two available
methods:

Through the Browser: Use the browser on your phone, where
you are already connected to the box’s page.

Or Directly on the device: Locate the power button on the
Sterilization Box and press it to start the operation.
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 5.Sterilization Cycle Initiated

With the cycle started, wait 5 minutes for the sterilization to be
completed. After this period, your instruments will be ready for
use. Now, just remove the instruments and use them safely. It’s
that simple!
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Remember that the sterilization history is automatically saved
in the browser! This way, you can easily access it whenever
needed.
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6.Warning: Be careful with quartz glass plates!

When installing or handling the quartz glass plates, be careful
to avoid drops or impacts that may break them.

Also, make sure they are clean and free of residue to ensure
sterilization effectiveness. Always check the condition of both
plates before using the equipment.
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GUIDANCE AND 
TECHNICAL SUPPORT

If you need technical assistance or have any questions, have the
equipment number on hand and contact Customer Support (SAC) at
+55 (43) 3325-5000 or visit www.plazadente.com. Our team is
available to guide you and/or direct you to the nearest authorized
technical service.

http://www.plazadente.com/

